Derivation of continuous air monitor equations for DAC and DAC-h.
Equations are derived that provide the numerical algorithms necessary for the calculations of both concentration (such as #DAC) and exposure (such as #DAC-h) within continuous air monitors (CAMs) employing collection media. Both calculations utilize measured counts over certain CAM counting intervals. The relationship to similar, although oft misinterpreted, equations given in International Organization for Standardization Standard 11929-5:2005 is detailed.